Introduction {#sec1-1}
============

Dose calibrators are indispensable in the area of nuclear medicine, where they are widely used to measure the amount of radioisotopes to be administered to patients during diagnostic or therapeutic procedures. Routine performance tests are indispensable for evaluating and maintaining equipment efficiency. Among these tests, linearity testing comes to the fore\[[@ref1]\] when evaluating the long-term prevalence of the capacity for measuring radioisotope activities at different magnitudes, due to the possibility of variation in the amounts used in diagnostic and therapeutic procedures.

The importance of linearity testing and the technical procedures for its execution\[[@ref1][@ref2][@ref3][@ref4]\] have been widely discussed in the literature. The aim here is to evaluate equipment linear-response, as produced by the different activities of a given radioisotope, from a source with activity close to the minimum resolution of the measuring system (MBq) till that of high activity (GBq). In practice, one can generally start from a high-activity source that will decrease in accordance with the physical decay of the radioisotope employed. Even though linearity testing can be done by using various different isotopes, technetium-99m (^99m^Tc) has been chosen due to its short physical half-life (6 h), easy obtainment, low cost, and through being the most diffused among nuclear medicine clinics. Moreover, the rising number of clinics dedicated to undertaking tomography with positron emitters, using mainly ^18^F, which has a higher cost, has led to the possibility of resorting to ^99m^Tc for linearity testing being contemplated. Thus, the main aims herein are to evaluate the feasibility of substituting the radioisotope ^18^F with ^99m^Tc in dose calibrator linearity testing, and to indicate it with the lowest operational cost for nuclear medicine clinics.

Materials and Methods {#sec1-2}
=====================

Linearity testing was undertaken with the activities of ^99m^Tc and ^18^F, by means of a CRC-25R dose calibrator, series number 252090 (Capintec Inc., USA), of the Nuclear Medicine Department of Cancer Institute at the School of Medicine, University of São Paulo, Brazil. The equipment is based on a pressurized ionization chamber, presenting appropriate characteristics for use in the area of nuclear medicine. Tests of precision, accuracy, source geometry, and daily controls were first carried out with the calibrator, thereby guaranteeing the high quality of the equipment before starting the present study.

The ^99m^Tc (62 GBq) source, obtained by elution of the ^99^Mo/ ^99m^Tc- number 350IP0039 generator, São Paulo, SP was acquired from the Nuclear and Energy Research Institute (IPEN). The ^18^F (12 GBq) batch 131213-0101 source was produced by the cyclotron of the Institute of Radiology of Clinical Hospital, School of Medicine, University of São Paulo, Brazil and donated by the same. Both of the radioisotopes, with the respective volumes of 6.0 mL and 2.5 mL, were in physical liquid form and enclosed in glass flasks.

The ^99m^Tc source was measured over 5 days and the ^18^F was measured over 2 days, starting from an initial activity of 62 GBq and 12 GBq, respectively, which generated 13 points of measurement for the ^99m^Tc source and 10 points of measurement for the ^18^F. The activity considered at each point was the arithmetic average of 5 measurements. ^99m^Tc and ^18^F activities were measured until they reached values compatible with the lowest resolution of the measuring system, as indicated by the manufacturer (\~1 MBq), and the values were in accordance with the minimum activity to be used in the test, as indicated.\[[@ref4][@ref5][@ref6][@ref7]\]

The methodology adopted for evaluating the linearity of detector response in relation to the variation in source activities was the decay method, which consists of measuring the activity of a given source over time, thereby enabling construction of the graph "activity versus time," and comparing the values of experimental activities with the values expected for the same source at different times of measurement. The physical half-lives of ^99m^Tc (6 h) and ^18^F (1.83 h) were taken into consideration when calculating expected activities.\[[@ref6]\] The acceptable limits for deviation between expected and experimental values were ± 5% and ± 10%, respectively, which are in accordance with the recommendations of the International Atomic Energy Agency (IAEA) and the norms of the Brazilian National Commission on Nuclear Energy (CNEN).\[[@ref3][@ref4][@ref8]\]

Both the ^99m^Tc source and the ^18^F source were measured with equipment preadjusted for measuring sources of ^99m^Tc, ^18^F, Gallium-67 (^67^Ga), and Iodine-131 (^131^I), thereby facilitating the comparison of the detector response for one and the same radioactive source, when measured at various different calibrations.

The costs of purchasing the required ^99m^Tc and ^18^F sources specifically for linearity testing were also investigated in the Brazilian market.

In this sense, and when necessary, some data are presented in the form of average value ± 1 standard deviation (SD).

Results {#sec1-3}
=======

Successive measurements of ^99m^Tc and ^18^F sources experimentally showed that, according to the time, temporal variation in their activities was consequentially linked to the radioactive disintegration process. All experimental measurements and their respective ratios are presented in Tables [1](#T1){ref-type="table"} and [2](#T2){ref-type="table"}, and the different trends for obtained values, in Figures [1](#F1){ref-type="fig"} and [3](#F3){ref-type="fig"}. Swerves correspond to deviation between the value of the experimental activities acquired with the dose calibrator, and that theoretically and simultaneously expected for the source, at the time of measurement.

###### 

Ratios and deviation between the experimental and expected activities for ^99m^Tc source, when measured at different times and points in calibrator adjustment
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###### 

Ratios and deviation between experimental and expected activities for ^18^F source, when measured at different times and points in calibrator adjustment
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It is important to note that the experimental activities indicated in the tables and figures represent the average of a series of five measurements. As a result of the high level of equipment accuracy, the SD presented in each measurement series was around 1% of the average value for the set of measurements as a whole.

![Trend of the values of activities from ^18^F source, when measured with equipment preadjusted for measuring ^18^F, ^99m^Tc, ^131^I, and ^67^Ga sources](WJNM-14-165-g003){#F1}

Figures [2](#F2){ref-type="fig"} and [4](#F4){ref-type="fig"} show deviation dispersion between the experimental and theoretical values of ^99m^Tc and ^18^F sources, according to time, as well as the acceptable lower and upper limits for linearity testing, in accordance with IAEA and CNEN norms.

![Deviation dispersion between the experimental and theoretical values of activities from ^99m^Tc source, as related to time, including the lowest and uppermost limits acceptable for the test](WJNM-14-165-g004){#F2}

![Trend of the values of activities from ^18^F source, when measured with equipment preadjusted for measuring ^18^F, ^99m^Tc, ^131^I, and ^67^Ga sources](WJNM-14-165-g005){#F3}

![Deviation dispersion between the experimental and theoretical values of activities from ^18^F source, according to time, and including the lowest and uppermost limits acceptable for the test](WJNM-14-165-g006){#F4}

The average deviation between experimental and expected activities for the ^99m^Tc and ^18^F sources was, respectively, 1.10 (±2.57)% and 1.45 (±2.02)%, and the respective maximum values encountered were 7.47% (^99m^Tc) and 6.24% (^18^F), both of which were situated at the lowest limit of minimum resolution of the measuring system (\<1 MBq). In the case of activity values higher than the lowest limit, average deviation was 0.56 (±1.79)% for the ^99m^Tc source and 0.92 (±1.19)% for the ^18^F source, thereby clearly indicating the excellent quality of the system for measuring the different amount of activities of a single radioisotope.

Adjustment of exponential functions of the type, *y= a + b*^−λ*t*^ where, λ = 0.693/*T*~1/2*phys*~, for experimental data from the ^99m^Tc and ^18^F sources facilitated calculation of the physical half-lives of both radioisotopes, which in this case were, respectively, 5.949 (±0.002) and 1.816 (±0.007) h, with a difference of about 1% in relation to the values indicated in the literature.\[[@ref6]\] [Table 3](#T3){ref-type="table"} shows the physical half-lives of the radioisotopes (^99m^Tc and ^18^F) calculated by using experimental activities acquired when these sources were measured with the equipment preadjusted for measuring ^99m^Tc, ^18^F, ^67^Ga, and ^131^I sources.

###### 

The physical half-lives of ^99m^Tc and ^18^F furnished through the adjustment of an exponential function for the activities indicated by the equipment, when ^99m^Tc and ^18^F sources are measured at different times and with dose calibrator adjustment

![](WJNM-14-165-g007)

The average ratios for the real activity of the ^99m^Tc source and those indicated by the equipment, when this source was measured with equipment preadjusted for measuring ^18^F, ^67^Ga, and ^131^I sources were, respectively, 3.42 (±0.06), 1.45 (±0.03), and 1.13 (±0.02), and those for the ^18^F source when measuring ^99m^Tc, ^67^Ga, and ^131^I sources were, respectively, 0.295 (±0.004), 0.335 (±0.007), and 0.426 (±0.006). Figures [5](#F5){ref-type="fig"} and [6](#F6){ref-type="fig"} represent the trends for the ratios encountered. These trends were considered to be constant throughout all the measurement points \[Tables [1](#T1){ref-type="table"} and [2](#T2){ref-type="table"}\], thereby implying the possibility of using both radioisotopes when carrying out linearity testing, independent of the type of calibration used for measuring the source, since the specific aim of this test is to evaluate particular equipment response when measuring the different amounts of activity of one and the same radioisotope, the response of which should be linear during the interval between the lower and upper limits of activities of daily use in a clinic of nuclear medicine.\[[@ref4]\]

![Trend of the values of the ratios between real activities from a ^99m^Tc source, and those indicated by the equipment, when measuring with equipment preadjusted for measuring ^18^F, ^67^Ga, and ^131^I sources at multiple intervals in time](WJNM-14-165-g008){#F5}

![Trend of the values of the ratios between the real activity from ^18^F source, and those indicated by the equipment, when measuring with equipment preadjusted for measuring ^99m^Tc, ^67^Ga, and ^131^I sources at multiple intervals in time](WJNM-14-165-g009){#F6}

On considering operational costs, in Brazil the price of a ^99^Mo/^99m^Tc generator of 6.75 GBq (250 mCi) for undertaking linearity tests is around US \$578.00 and the price for an ^18^FDG source of 6.75 GBq (250 mCi) is around US \$1,556.00. This is according to consultations carried out in May, 2014, and directed to the Nuclear and Energy Research Institute (IPEN), an organ of the CNEN, and the main supplier of radioisotopes in the Brazilian market.

Discussion {#sec1-4}
==========

The electric current generated in a dose calibrator inside an ionization chamber, which is proportional to the activity, is related as much to the amount of radioactive atoms existent in a given sample as to the energy of the photons liberated during the disintegration process. Various radioisotopes obtain the same electric current per unit of activity (pA/MBq, picoampere per MBq), which makes individual radioisotope identification during measurement impossible. Thus, obtainment of a trustworthy reading involves inserting correction factors into the current that are proportional to the radioisotope to be measured. This is achieved automatically by means of the radioisotope selector inside the equipment itself. Generally, factors of correction between one radioisotope and another are constant, having as point of reference the radioisotopes used by the manufacturer during calibration of the equipment, namely, ^60^Co and ^137^Cs.\[[@ref2]\]

Once the essential characteristics of the measuring system, such as high precision and accuracy, have been maintained and the daily constancy tests kept up, linearity tests generally present good results within the acceptable test limits. In the present study, the tests were carried out using ^99m^Tc and ^18^F sources. Both independently showed the excellent quality of the equipment when measuring different amounts of radioisotope activities with very distinct energies, as in the case of 141 keV (^99m^Tc) and 0.511 MeV (^18^F)\[[@ref6]\] \[Figures [2](#F2){ref-type="fig"} and [4](#F4){ref-type="fig"}\].

The practically constant ratios between the activities indicated by the equipment for the same source, when measured at different points in calibration \[Tables [1](#T1){ref-type="table"} and [2](#T2){ref-type="table"}, and Figures [5](#F5){ref-type="fig"} and [6](#F6){ref-type="fig"}\], show that the use of a single radioisotope, for example ^99m^Tc, could be sufficient for resorting to linearity testing, independent of the exclusive use (or not) of ^18^F by a nuclear medicine clinic. As can be seen in [Table 3](#T3){ref-type="table"}, this information is reinforced through the similarity in values for the physical half-lives of either ^99m^Tc or ^18^F, when these sources were measured in the calibrations of ^99m^Tc, ^18^F, ^67^Ga, and ^131^I. As was experimentally shown in this study \[Tables [1](#T1){ref-type="table"} and [2](#T2){ref-type="table"}\], conceptually the dose calibrator response can be considered linear if either the ratio or deviation in response, as measured by the estimated response, remains constant over time.\[[@ref5]\]

Complementary to the above points, linearity testing functions as a means of evaluating the characteristics of ionization chamber saturation, as well as electrometer linearity, when measuring an electric current. Thus, the test is not directly linked to the radioisotope used but to the amount of electric charges generated during the measuring process. Therefore, this test could be used with various different radioisotopes, once the current interval proportional to the activity interval to be tested is within the limits, as practiced by nuclear medicine clinics. This information is extremely important and useful for clinics that operate exclusively with positron emitters, as in the case of ^18^F.

As is evident from the AAPM 181 report,\[[@ref5]\] the elements chosen for linearity testing have been restricted to ^99m^Tc and ^18^F since clinical application of the test with all the available radioisotopes becomes unpractical. Apparently, there is a lack of consensus as to the activities to be employed, a situation in which some recommend testing with activities within the interval where the dose calibrator will be used, while others, such as the IAEA, recommend starting the test with the maximum activity administered to patients within the clinic routine. However, all agree that the minimum activity to be measured should be close to the resolution value of the measuring system (\~1 MBq).\[[@ref5]\] Moreover, one must consider that not all the measured activities will be administered to the patient, as is the case of the activities that will be stored as liquid radioactive waste, such as the leftovers of noninjected radiopharmaceuticals. In this case, the correct measurement of an activity is of vital importance when considering storage time.

Differences in the purchasing price of the resources required for linearity testing when using either ^99m^Tc or ^18^F are very significant, often reaching 40%, taking into consideration the price of radioactive sources alone.

A feasible alternative for a greater reduction in costs would be the acquisition of ^99m^Tc activities exclusively for linearity testing, directly from the suppliers. This would be a more plausible solution, seeing that the acquisition of a ^99^Mo/^99m^Tc generator just for the purpose of linearity testing would be a waste of resources, at an unfavorable moment worldwide, with the present crisis in the radioisotope market. Most certainly, the cost of acquiring a ^99m^Tc source solely for linearity testing would be lower than that of obtaining a generator, or even free, in the case of logistics and radioisotope supplier predisposition. This would have an enormous impact on the test procedure.

It is noteworthy that the use of ^99m^Tc sources, instead of ^18^F sources, would result in a reduction in potential occupational and environmental exposure hazards, since an ^18^F source presents a dose potential around 10 times greater than that presented by a ^99m^Tc source of the same activity, namely, 135.1 μGy/GBq.m^2^.h and 14.1 μGy/GBq.m^2^.h, respectively.\[[@ref9]\]

Thus, it was possible to demonstrate the possibility of optimizing linearity testing with a dose calibrator, thereby calling the attention of researchers and regulator agents to a conscientious evaluation of the information presented, seeing that its dissemination can lead to a reduction in costs in the public and private health sectors, without losing focus on continuous evolution in the quality of the health services offered to society as a whole.

Conclusion {#sec1-5}
==========

The physical characteristics of the dose calibrator used in the present study clearly indicated that the results of linearity testing using ^99m^Tc are compatible with those acquired using ^18^F, thereby implying the possibility of employing both indiscriminately when undertaking linearity testing with this type of equipment as well as with others of a like configuration and in satisfactory conditions of use. This information, allied to the high potential of radiation exposure and prices of acquiring ^18^F, imply that ^99m^Tc can be employed as a suitable substitute, when applying linearity tests in clinics that normally use ^18^F, without prejudicing either the procedure or the guarantee of quality of a nuclear medicine service.
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